Introduction {#Sec1}
============

Materials used in dentistry must have specific characteristics such as biological safety and functionality, adequate tissue response, and resistance to corrosion. As such, metal alloys have been extensively used in orthodontic dentistry because of their elasticity, shape memory, hardness, and stress resistance \[[@CR1]\]. Metals used as components of these alloys, i.e., nickel and chromium, have been identified as cytotoxic, mutagenic, and allergenic \[[@CR2]--[@CR10]\].

The biocompatibility of orthodontic materials is widely discussed in recent scientific literature. In vitro and in vivo studies aimed to investigate whether a patient is exposed to toxic doses of metals from orthodontic appliances have not yet been published \[[@CR11], [@CR12]\]. The relationship between the potential dose of toxic elements released from orthodontic appliances and the response of an organism has not been evaluated. Also, the effect of treatment time and the type of appliance used on the amount of released metal ions as a consequence of corrosion has not been evaluated. This is related with difficulties associated with the use of invasive vs. noninvasive biomarkers \[[@CR13], [@CR14]\]. It seems that multidisciplinary approach towards the problem of the assessment of exposure of human organism to trace elements may reveal different aspects associated with the application of metallic materials in dentistry \[[@CR15]--[@CR18]\].

To address these important issues, the present study was conducted in vitro and in vivo to investigate whether the use of stainless steel orthodontic appliances can be considered a potentially significant source of exposure to toxic metals.

Materials and Methods {#Sec2}
=====================

Materials {#Sec3}
---------

The evaluated materials were brand new orthodontic appliance parts. Wires, brackets, bands, and metal ligatures were all made of stainless steel and were purchased from the following companies:0.017 × 0.025 in wires: American Orthodontics, catalog no. 853-224Size 36.5 bands from 3M UnitekGemini APC II brackets from 3M UnitekMetal ligatures from American Orthodontics (used to ligate wires to brackets)The simulated appliance consisted of: 2 wires, 4 bands, 20 brackets, 20 metal ligatures.

Chemical Composition of Alloys {#Sec4}
------------------------------

A Jeol JSM 5800 scanning electron microscope (SEM) was used to evaluate the chemical composition of brackets, bands, and wires (in mass percent). For wires (*n* = 5), 2-cm-long sections were washed, degreased, and secured on the SEM with conductive silver paste. The surface scanned was about 0.01 mm^2^. The accelerating voltage was 20 kV.

The composition of brackets (*n* = 8) was determined in two sites: base and wing. They were washed up to remove APC-modified resin (3M Unitek), and the analyses were performed on areas measuring around 4,000 μm^2^, visualized as scanning electron micrographs and recording the spectra of selected sites. The bands (buccal tube and band base, area about 0.1 mm^2^, *n* = 8) were positioned in the resin. The sections were not etched but covered with graphite powder under vacuum.

Release of Metal Ions into Artificial Saliva {#Sec5}
--------------------------------------------

The experiments were carried out in a modified artificial saliva solution consisting of 0.40 g/l sodium chloride (NaCl, Suprapur 99.99% Merck, Germany), 0.40 g/l potassium chloride (KCl, Suprapur, 99.99%, Merck), 0.80 g/l calcium chloride monohydrate (CaCl~2~⋅H~2~O, ultrapure for molecular biology, Fluka), 1.00 g/l urea (CO(NH~2~)~2~, ultrapure ≥ 99.5%, Fluka), 0.78 g/l anhydrous sodium dihydrophosphate (NaH~2~PO~4~, Suprapur, 99.99%, Merck), and 0.005 g/l sodium sulfide nonahydrate (Na~2~S⋅9H~2~O, 99.99%, Sigma-Aldrich). The water used in the study was demineralized with a Millipore system (Millipore, Bedford, MA, USA) to 0.05 μS/cm electrical conductivity.

Thirty orthodontic appliances were selected, weighed, and placed in separate 125-ml Nalgene® HDPE containers containing 25 ml of artificial saliva. As a control, artificial saliva was kept in the same conditions as the experimental set, without any metallic appliance. The solutions were incubated for 30 days in a water bath shaker (Elpan, Poland) at 120 rpm, 36.6°C.

For the determination of the concentrations of metals in the solutions, they were first digested in a microwave system (Milestone D, Italy) in closed Teflon bombs. For that purpose, 2.5 ml 69% (*m*/*m*) nitric acid (Suprapur, Merck) was added to each 25 ml of sample. After digestion, the samples were diluted to a final volume of 50 ml. The samples were then analyzed for metal content using an ICP-MS spectrometer (Thermo Scientific, X Series 2, USA). All the analytical procedures were performed in a laboratory certified by the Polish Centre for Accreditation (certificate no. AB 696) and ILAC-MRA according to PN-EN ISO 17025:2005.

Statistical Methods {#Sec6}
-------------------

The statistical treatment of elaboration of the results was performed by the use of Statistica ver. 9.0 software. Descriptive statistics (mean, standard deviation) were reported. Normality of distribution was assessed by Shapiro--Wilk test. This was the basis for the selection of statistical test (normal distribution---parametric *t* test; log-normal distribution---*t* test on logarithmized results; lack of normal distribution---non-parametric Mann--Whitney *U* test) for assessing the significance of the differences between the control and experimental groups. Statistical significance level was assumed as lower than 0.05. Pearson linear correlation coefficients were provided. A correlation was assessed as significant at *p* \< 0.05. Additionally, analysis of multiple regression was undertaken using the suitable packet of Statistica software ver. 9.0.

Results {#Sec7}
=======

Composition of Alloys {#Sec8}
---------------------

The chemical composition of brackets, bands, and wires was assessed by X-ray microanalysis. The results are presented in Table [1](#Tab1){ref-type="table"}.Table 1Content of elements in brackets (*n* = 60), bands (*n* = 57), and wires (*n* = 5) in mass percent MeanMinMaxSDBrackets Si1.200.212.560.66 Cr18.8815.5721.131.41 Fe72.8367.3978.793.99 Ni7.022.6511.423.02 Σ99.93Bands Si1.130.562.400.47 Cr20.1618.8222.230.94 Fe67.9666.1669.170.66 Ni9.707.2312.841.93 Σ98.95Wires Si0.680.580.790.09 S0.200.110.280.06 Cr19.0218.9019.180.13 Mn1.000.871.130.11 Fe70.7070.4870.830.14 Ni8.398.158.750.25 Σ99.9999.09

In brackets, a high variation of the Si and Ni contents was observed. There was also a relatively low variation for Cr and Fe. These variations may be due to differences in the alloys used for manufacturing the brackets.

Contrary to brackets, wires were manufactured from a single type of alloy. In wires, the highest variations of the results (in percent relative standard deviation) were found for S (30%), Si (13%), and Mn (11%). The variations for Ni (3.3%), Cr (0.7%), and Fe (0.2%) were considerably lower.

For all the alloys, the content of the elements in decreasing order were: Fe \> Cr \> Ni \> Si. These elements are released from stainless steel. The total content of these elements was 100%, suggesting that other elements are not present in significant quantities.

Release of Metal Ions {#Sec9}
---------------------

In our experiments, orthodontic appliances were immersed in a solution of artificial saliva. As control, artificial saliva was treated in an identical manner, but was never in contact with the metallic appliances.

The following concentrations (in micrograms per liter) were found after a 30-day incubation of orthodontic appliances (*n* = 30) in artificial saliva: Mg, 1,699; Al, 559; Si, 4,491; P, 31,753; S, 1,446,700; K, 231,917; Ca, 228,100; Ti, 394; V, 8; Mn, 68; Fe, 2,382; Co, 4; Cu, 121; Zn, 91; Ni, 573; Cr, 101. The concentrations of Ag, As, Cd, Mo, and Pb were below the limit of detection.

The values for Ni and Cr ions are given in Table [2](#Tab2){ref-type="table"} and in Figs. [1](#Fig1){ref-type="fig"} and [2](#Fig2){ref-type="fig"}. These were given particular attention because of their mutagenic, cytotoxic, and allergenic properties \[[@CR20]--[@CR24]\].Table 2Descriptive statistics and results of parametric *t* test for transformed data and non-parametric Mann--Whitney *U* test for the assessment of differences between the experimental and control groups for the release of nickel and chromium ions from orthodontic appliances (in µg/l, *N* = 30)ElementMean^a^ (Exp)Mean (control)*p* (*t* test, log)*p* (Mann--Whitney *U*)Ni573.1 ± 709.714.8 ± 56.40.0000--Cr100.7 ± 104.48.18 ± 13.7--0.0000*Exp* experimental^a^Values in micrograms per liter, *n* = 30Fig. 1**a**--**c** Mean concentrations of elements in artificial saliva with and without appliancesFig. 2Box plot graph for concentration of Ni ions (**a**) in artificial saliva with (*Ni*) and without (*Ni0*) orthodontic appliance and for Cr (*Cr*, *Cr0*) (**b**). **c** Scatter plot showing the correlation between Ni and Cr ions in artificial saliva incubated with orthodontic appliance

The solution of artificial saliva in the experimental group contained 39 times more Ni than the control solution. The high variation of the results in the experimental set (124% RSD) and between the experimental set and the controls (381% RSD) is due to the differences in the course of the corrosion process.

There was a highly significant correlation between the concentrations of released Ni and Cr into artificial saliva (*r* = 0.858, *p* = 0.0000; Fig. [2c](#Fig2){ref-type="fig"}). Outlier/extreme data for Cr and Ni were the result of the differences in the extent of corrosion in some samples. These differences might be due to increased corrosion due to the presence of bacteria in some samples.

Table [3](#Tab3){ref-type="table"} presents a correlation matrix of statistically significant correlations between the concentrations of ions in artificial saliva incubated with metallic appliances. Two groups of intercorrelated elements can be distinguished. The first group includes Ni, Cr, Fe, Cu, M, and, Co; the second includes Si, K, S, Ti, Mn, V, and Ca. In the first group Ni, Cr, Fe, and Mn are the main components of alloys, while Cu and Co probably originate from weld. The highest correlations were between Fe and Cr (*r* = 0.944) and between Ni and Cr (*r* = 0.858), suggesting that these ions were released together as a result of corrosion. Among the toxic elements determined, nickel level increased the most.Table 3Inter-element correlation matrix for the concentrations of elements in artificial saliva with immersed fixed orthodontic appliance (*n* = 30)MgAlSiPSKCaTiVMnFeCoCuZnNiCrMg0.6080Al*p* = 0.0000.62600.69550.44410.4156Si*p* = 0.000*p* = 0.000*p* = 0.014*p* = 0.022P0.4845S*p* = 0.0070.55010.46360.69960.4130K*p* = 0.002*p* = 0.010*p* = 0.000*p* = 0.0230.61770.41350.3806Ca*p* = 0.000*p* = 0.023*p* = 0.038Ti0.37690.47470.38390.47430.4014V*p* = 0.040*p* = 0.008*p* = 0.036*p* = 0.008*p* = 0.0280.41190.6732Mn*p* = 0.024*p* = 0.0000.70320.55010.9440Fe*p* = 0.000*p* = 0.002*p* = 0.0000.57850.50800.8145Co*p* = 0.001*p* = 0.004*p* = 0.0000.5989Cu*p* = 0.000Zn0.8580Ni*p* = 0.000Cr

Multiple linear regression analysis was used to identify the elements associated with nickel from corroded alloys. The results show that the concentration of Ni was influenced by the concentration of Co, in accordance with the following equation:$$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$ {C_{{{\rm Ni} }}}(\mu {\rm g} /l) = 0.508{C_{{Co}}} - 277 $$\end{document}$$

Release Coefficients {#Sec10}
--------------------

The specific coefficient *α* was defined as follows:$$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$ \alpha = \frac{{{C_{{appl}}}}}{{{C_{{withou{t}appl}}}}} $$\end{document}$$

This coefficient gives the degree of release of metal ions from orthodontic appliances (Fig. [3](#Fig3){ref-type="fig"}). A value of *α* \>1 indicates that a given element is released, while *α* \< 1 would mean that its concentration has decreased. Out of the 16 studied elements, the higher values of the *α* coefficient for metallic components of alloys were: Ni \> Cu \> Mn \> Cr \> Co \> Mg \> Zn. Ni, Cr, Fe, and Si were the components of alloys and were dissoluted from the biomaterial. Amongst all the elements, which were found in stainless steel, the concentration of only Mo did not increase.Fig. 3Coefficient *α* for element release into artificial saliva

Coefficient *β* was defined in the following formula:$$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$ \beta = {C_{{appl}}} - {C_{{withou{t}appl}}}{,}(\mu {\rm g} /l) $$\end{document}$$

This coefficient is the difference between the concentrations of ions in artificial saliva in which the appliances were incubated in relation to the control solution. Two groups of elements were distinguished (Fig. [4a, b](#Fig4){ref-type="fig"}). The first group (*β* \< 0) included the components of artificial saliva---Ca, S, P, K, and Ti---and the second included elements released from alloys, which increased in the order: Fe \> Mg \> Si \> Ni \> Al \> Cu.Fig. 4Coefficient *β* for the difference between the concentration (in micrograms per liter) of various metal ions in artificial saliva before and after incubation

Table [4](#Tab4){ref-type="table"} shows the quantity of chemical elements from individual components of the orthodontic appliance (bands, brackets, and wires) as well as with the complete appliance. The content of elements in individual components allowed calculating the mass of each element added into artificial saliva--orthodontic appliance (Table [5](#Tab5){ref-type="table"} and Eq. [4](#Equ4){ref-type=""}).Table 4Mass of constituting elements of orthodontic appliances WiresLower bracketsUpper bracketsLower bandsUpper bandsComplete applianceMean0.48311.25591.38670.62361.01204.7163SD0.00170.00360.04000.00140.00170.0484Mass values are in gramsTable 5Mass of particular elements of appliances, complete appliances, concentration of metal ions with/without appliance, coefficients *β* and *γ* Brackets (g)Bands (g)Wires (g)Complete appliance (g)Complete appliance (g/l)Exp (μg/l)Control (μg/l)*β* (μg/l)*γ* (%)Si0.03170.01850.00440.05462.18449137936983.198Cr0.49890.32970.12250.951238.051018.1892.820.024Fe1.92461.11160.45543.4915139.662382110712750.091Ni0.18550.15870.05400.398215.9357314.8558.20.350Mn0.00000.00000.00640.00640.26683.24764.752.513

In addition, a third coefficient, *γ* (elements release coefficient), was expressed as:$$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$ \gamma = \frac{{\beta \times {{10}^{{ - 6}}}}}{{{{{Complete} }}appliance}} \times 100\% $$\end{document}$$

Figure [5](#Fig5){ref-type="fig"} presents the dependence between the concentration of ions released from the appliance and the concentration of elements introduced with the appliance. Each element was released to a different extent, indicated by the lack of statistically significant correlations between the coefficients and different values of *γ* (0.35--3.20%), which represents the transfer of elements from an alloy to the solution. Correlation matrices are presented in Table [6](#Tab6){ref-type="table"}. High and statistically significant correlations between the content of elements in particular contributory parts of the appliance were proved, which showed similarity of the alloys, of which brackets bands and wires were made (*r* \> 0.998, *p* = 0.000).Fig. 5Dependence between the concentrations of elements introduced with the appliance and the increase of their concentrations in artificial salivaTable 6Matrix of linear correlations between the mass of elements Cr, Fe, Ni, and Mn introduced with constituting elements and ions released to artificial salivaBracketsBandsWiresComplete applianceExpControl*βγ*0.99850.99970.9998Brackets*p* = 0.000*p* = 0.000*p* = 0.000Bands0.99910.9994Wires*p* = 0.000*p* = 0.000Complete appliance0.9999Exp*p* = 0.000Control0.9720*βp* = 0.006*γ*

Discussion {#Sec11}
==========

Literature reports focus mainly on the release of Ni and Cr from orthodontic appliances. Comparison of results with literature values is not straightforward due to the use of a wide range of analytical techniques and incubation media.

In this study, the concentration of Ni ions in artificial saliva in which orthodontic appliances were incubated was determined as 573 μg/l. This value is comparable to that of Hwang et al. \[[@CR19]\] and Kutha et al. \[[@CR27]\]. Studies published in 1983 and 1993 report significantly higher nickel values, probably due to differences in the technique and methods used at the time \[[@CR29], [@CR30]\]. On the other hand, Gürsoy et al. \[[@CR25]\] found a low concentration of Ni (20 μg/l), which can be due to differences in the technique (ICP-AES with a relatively high limit of detection) or materials used (Stst brackets, NiTi wires, and bands).

In general, although the same types of alloys were used in related studies, the results differ due to differences in the technology of materials production, galvanic coatings, as well as differences in the composition of alloys and in the analytical techniques such as different sensitivities, detection limits, and interferences \[[@CR12]\].

There are several reports on the dissolution of metal ions from orthodontic appliances and other dental materials in artificial saliva \[[@CR19], [@CR25]--[@CR28]\]. The methodology usually included batch tests, where fixed orthodontic appliances were incubated in artificial saliva for approx. 30 days at 37°C, and the concentration of metal ions was determined in experimental and control groups. However, rarely the results were interpreted and recalculated to estimate whether orthodontic treatment is a significant source of exposure to toxic trace elements.

In the present investigation, the concentration of metal ions in artificial saliva reached (in micrograms per liter) 573 for Ni, 101 for Cr, 68 for Mn, and 2382 for Fe. These values can be related to the degree of exposure to metal ions of a patient undergoing orthodontic treatment. In the 15 July 1980 guidelines of the European Council Directive for the quality of water intended for human consumption (80/778/EEC) \[[@CR31]\], Ni and Cr ions are classified into the group of toxic substances and Fe and Mn as substances potentially toxic. For the first two elements, the maximum admissible concentration (MAC) was 50 μg/l for Ni and Cr. For Fe and Mn, their MACs were 200 and 50 μg/l, respectively, while the recommended (or guide) levels were 50 μg/l for Fe and 20 μg/l for Mn.

As such, the concentration of Ni transferred from the appliances to the artificial saliva in this experiment was 11 times and that of Cr double the maximum levels set as acceptable for drinking water in Europe. The concentration of Mn was 1.4 times and the concentration of Fe 12 times the acceptable levels. If the American standards are used for comparison, the concentration of Ni ions was 5.5 times higher, while Cr was at an acceptable level \[[@CR32]\].

It is possible to relate our results to the recommended daily doses of metals for human. The estimated daily intakes are: 165 μg/day for Ni, 150 μg/day for Cr, 3.7 mg/day for Mn, and 13 mg/day for Fe. The WHO recommended daily doses (RDD) for these elements are: Ni, 25--35 μg/day; Cr, 50--200 μg/day; Mn, 2.5--6 mg/day; Fe, 10--18 mg/day \[[@CR33]\]. The volume of artificial saliva (in milliliters) that would provide the RDD of these elements would be 61 for Ni, 1,980 for Cr, 88,235 for Mn, and 7,557 for Fe. This indicates that the only possible risk of exposure for orthodontic patients would be nickel.

Conclusions {#Sec12}
===========

The solution to the complex problem of the biocompatibility of materials used in orthodontics requires the cooperation of researchers who specialize in materials science, trace elements analysis, and toxicology of metals.

The conclusion of this study is that the use of fixed orthodontic appliances made of stainless steel can be a source of risk exposure to nickel. The coefficients here presented show which elements are dissolved to the highest extent and that their release is not proportional to their content in an alloy. Such a quantitative approach might be a step forward toward the recalculation of the results of in vitro tests to in vivo conditions. Such a model would make possible selecting the most biocompatible materials by in vitro tests based on the determination of the release coefficients *α*, *β*, and *γ*.

More in vivo experiments will help determine whether the levels of dissolved nickel reach toxic or sub-toxic concentrations.
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